We introduced a new EDI (Electro Deionization) system into a conventional type of RO system for the purification of the dialysate water. The EDI stack consists of a dialyzer where a cation exchange membrane and an anion exchange membrane were alternately arranged, and an ion exchange resin was filled between the membranes.
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